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Abstract 

-4 

This  note  describes  the  design  and  error  analysis  of  a WR10 
thermal  noise  power  standard.  The  standard  Is  designed  to  operate 
at  the  boiling  point  of  liquid  nitrogen  with  a noise  temperature 
accurate  to(±  1 K. 
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1.  Introduction 

Over  the  past  twenty  years,  the  Electromagnetic  Fields 
Division  of  the  National  Bureau  of  Standards  (NBS)  has  built  a 
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number  of  coaxial  and  waveguide  noise  sources  consisting  of 
single-mode,  uniform  transmission  lines  terminated  In 
reflectionless  loads.  The  accuracy  of  their  calculated  noise  tem- 
peratures are  typically  1%  which  tends  to  degrade  as  the  operating 
frequency  Increases.  The  basic  design  Is  illustrated  in  figure  1 
where  the  termination  and  a portion  of  the  transmission  line  are 
immersed  In  a thermal  reservoir  at  temperature  Tm,  with  the 
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remaining  portion  of  the  line  leading  to  the  output  connector  at 
room  temperature  T0.  The  temperature  distribution  Tx  of  the  line 
Is  also  Illustrated  where  the  room- temperature  portion  of  the  line 
has  a length  *.  Radiation  from  the  termination  and  the 
dissipative  losses  of  the  line  result  In  a noise  temperature 

T„  ' Tm  * AT  (1) 

where,  for  the  Idealized  distribution  shown, 

AT  • (2a'*)  (T0  - Tm).  (2) 

The  attenuation  coefficient  a'  refers  to  the  line  at  T0,  and  the 
equations  Indicate  that  only  that  portion  of  the  line  contributes 
to  the  excess  (In  excess  of  thermal  equilibrium  conditions)  noise 
temperature  AT. 

The  largest  source  of  error  In  calculating  the  noise 
temperature  by  eq  (1)  Is  the  attenuation  2a which  Is  usually 
estimated  to  an  error  varying  from  10%  to  20%.  With  this  large  an 
error.  It  Is  necessary  to  keep  the  attenuation  small  (to  maintain 
the  error  In  Tn  less  than  1%),  implying  either  a small  attenuation 
coefficient  a',  a short  transition  length  i,  or  both.  In  the 
microwave  frequency  range  and  below,  the  attenuation  can  be  kept 
down  with  relatively  simple  engineering  designs;  but  as  the 


394 


frequency  Increases  into  the  millimeter-wave  range,  this  becomes 
more  of  a problem**.  in  this  higher  frequency  range,  surface 

roughness  also  plays  a bigger  role4,  causing  an  additional 
Increase  In  the  attenuation. 


Figure  1.  Schematic  diagram  of  a transmission-line  type  noise 
standard. 

To  circumvent  the  engineering  difficulties,  It  was  decided  to 
abandon  the  transmission-line  type  of  noise  standard  In  favor  of  a 
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design  1 ncorporatl ng  a millimeter-wave  horn  antenna  "looking"  at 
an  absorber  of  known  temperature.  The  resulting  antenna  noise 
temperature  is  close  to  the  measured  temperature  Tm  of  the 
absorber,  with  additional  noise  contributions  from  the  dissipative 
antenna  losses,  and  from  the  antenna  side  and  back  lobes.  This 
type  of  noise  source  Is  not  new,  but  its  use  as  a primary 
reference  standard  of  high  accuracy  required  the  successful 
resolution  of  two  previously  unanswered  questions:  can  a useful 

expression  for  the  noise  efficiency  (defined  In  next  section)  of 
the  antenna  with  sources  In  Its  radiating  near  field5  be  found; 
and  can  the  error  caused  by  near-field  excess  radiation  (In  excess 
of  thermal -equilibrium  conditions)  entering  the  side  and  back 
lobes  of  the  antenna  be  estimated? 

The  antenna  noise  efficiency  derivation  described  In  the  next 
section  and  In  a previous  note5  Is  based  upon  the  plane-wave 
scattering-matrix  (PWSM)  theory  of  antennas^.  This  efficiency, 
because  of  reciprocity,  reduces  to  the  antenna  radiation 
efficiency.  However,  In  contrast  to  the  usual  definition®  of  the 
radiation  efficiency,  the  PWSM  description  reveals  enough  of  the 
structure  of  the  efficiency  to  permit  a detailed  calculation  and 
error  analysis  of  Its  magnitude.  The  PWSM  formalism  Is  used 
solely  to  derive  an  expression  for  the  antenna  noise  efficiency 
and  excess  noise  temperature  with  the  cavity  In  the  antenna 
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radiating  near  field,  and  to  show  how  the  efficiency  can  be 
evaluated  In  terms  of  antenna  far-fleld  quantities. 

Insights  gleaned  from  the  Uniform  Theory  of  Diffraction 
(UTD)9  are  used6  to  eliminate  the  angle-dependent  components  of 
the  noise  efficiency.  The  error  Incurred  from  neglecting  these 
contributions  to  the  efficiency  Is  then  estimated.  The  residual, 
angle-independent  part  of  the  efficiency  Is  estimated6  by 
substituting  the  rectangular  waveguide  expression  for  the 
absorption  coefficient,  changing  the  cross-sectional  dimensions  to 
conform  to  the  Interior  dimensions  of  the  horn  antenna.  The 
waveguide  expression  Is  used  because  of  the  nonexistence  of 
pyramidal  horn  mode  equations.  An  estimate  of  the  error  caused  by 
this  substitution  Is  also  made6. 

Effects  of  surface  roughness  on  dissipative  loss  are 
reviewed6,  and  an  attempt  is  made  to  clarify  some  disagreements 
found  In  the  literature10,11.  A modified  expression  for  the 
corresponding  noise  efficiency  Is  then  determined. 

Due  to  more  Intense  fields  In  the  waveguide  portion  of  the 
horn,  dissipative  loss  Is  greater  there  than  In  the  horn  flare. 
Consequently,  the  horn  waveguide  lead  Is  made  as  short  as  possible 
without  introducing  a significant  amount  of  higher-mode 

contamination  in  the  antenna  noise  temperature.  The  minimum 
allowable  length  is  determined6  along  with  an  estimate  of  the 
error  due  to  these  higher  modes. 
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The  UTD  Is  used6  to  estimate  the  noise  temperature  error  due 
to  the  cavity  wall  temperature  being  greater  than  the  temperature 
of  the  absorber,  and  to  estimate  the  effect  of  multiple 
reflections  between  the  horn  and  rear  cavity  wall.  An  upper  limit 
to  the  magnitude  of  the  excess  cavity  noise  Is  determined,  and  (by 
examining  multiple  reflections  between  the  horn  aperture  and  rear 
cavity  wall)  separating  the  total  excess  noise  Into  a sum  of 
excess  antenna  and  cavity  noises  Is  justified. 

2.  Antenna  noise  efficiency  and  construction  of  the  horn 

The  antenna  noise  temperature  Tn  Is  determined  from  eq  (1) 
with  a different  excess  noise  temperature  aT  than  that  given  In  eq 
(2)  for  transmission-line  type  noise  standards.  This  new 
correction  temperature  has  the  form 

AT  - (1  - a)  (T0  - Tm)  (3) 

for  an  antenna  Inside  a reflectionless,  Isothermal  cavity,  a Is 
the  noise  efficiency,  T0  Is  the  physical  temperature  of  the 
antenna,  and  Tm  Is  the  physical  temperature  of  the  cavity.  An 
equation  for  the  efficiency,  when  the  cavity  Is  in  the  radiating 
near  field  of  the  antenna,  Is  derived  by  use  of  the  antenna 
scattering  matrix6  and  the  Clausius  statement  of  the  second  law  of 
thermodynamics^.  The  details  of  the  derivation  reveal  that  the 
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cavity  walls  need  not  be  strictly  reflectionless,  only  that  no 
multiple  reflections  take  place  between  the  cavity  and  the  antenna 
(an  Important  distinction  that  Is  utilized  In  constructing  the 
standard). 

One  Interesting  and  useful  feature  that  comes  from  the 
derivation  Is  that  the  efficiency  Is  the  same  whether  the 
radiating  sources  (the  cavity)  are  In  the  antenna  near  or  far 
field.  This  result  allows  the  efficiency  to  be  more  easily 
examined  with  far- field  quantities.  The  result  Is 


a 


rE'  ( r ) 2 

rSST  P"{Q)dQ 


(4) 


In  eq  (4),  Qfl  Is  the  antenna  solid  angle,  Is  the  radius  vector 
from  the  antenna  aperture  to  the  far- field  point  (r  Is  the 
magnitude),  Pn(Q)  Is  the  normalized  power  pattern  where  q stands 
for  the  antenna  pointing  angles,  do  Is  the  differential  solid 
angle,  and  rEM  Is  the  E-fleld  pattern.  The  prime  refers  to  the 
real  (lossy)  antenna,  the  unprimed  quantities  belonging  to  the 
same  antenna  with  no  losses. 

Ideally,  the  pattern  ratio  In  eq  (4)  could  be  measured,  or 
calculated  from  Maxwell's  equations,  but  the  measurement  Is  too 
Inaccurate  to  be  useful  and  the  calculation  Is  prohibitively 
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difficult.  However,  since  most  of  the  loss  comes  from  the 
waveguide  and  flare  portions  of  the  horn6,  the  efficiency  is 
easily  calculated  If  losses  from  the  remainder  of  the  horn  are 
neglected.  Figure  2 shows  an  Isometric  view  of  the  horn  designed 
for  the  WR10  frequency  band  (75  GHz  to  110  GHz)  to  take  advantage 
of  this  situation.  Reflections  from  the  waveguide-flare  junction, 


Figure  2.  Isometric  view  of  the  WR10  horn  antenna. 


400 


or  throat,  are  minimized  by  joining  the  waveguide  and  flare  with  a 
circular  arc  of  sufficiently  large  radius1^,  beginning  at  xj  and 
ending  tangentially  on  the  flared  walls.  A quarter-round  (3 
wavelength  radius)  matching  section*4  at  the  aperture.  In  addition 
to  a large  aperture  cross  section1®,  minimize  the  aperture 
reflections.  With  multiple  reflections  Interior  to  the  horn  elim- 
inated, a wave  entering  the  horn  flare  from  the  waveguide 
maintains  Its  TE^-mode  configuration  out  to  the  aperture. 

Before  Including  the  throat  taper  and  the  aperture  matching 
section  Into  the  design,  and  after  choosing  the  E-plane  aperture 
dimension,  Braun's  equations1®  were  used  to  determine  the  other 
aperture  dimension  and  the  flare  angles  and  lengths  to  Insure 
approximately  equal  E-  and  H-plane  beam  widths  and  a simple  butt 
joint  at  the  waveguide-flare  junction.  The  waveguide  length  xj 
was  chosen®  to  minimize  the  effects  of  higher  modes  (generated  by 
radiation  Incident  on  the  antenna  from  the  cavity)  on  the  antenna 
noise  temperature.  Finally,  a water  Jacket  was  Included  around 
the  waveguide- throat  region  to  maintain  this  high-loss  area  at  a 
constant  known  temperature. 

The  calculated  horn  attenuation  neglects  the  effect  of  sur- 
face roughness  on  the  losses,  predicting  a loss  that  is  less  than 
the  actual  value.  For  an  Isotropically  rough  surface,  the  horn 
attenuation  coefficient  Increases  by  a factor  K,  which  Is 
independent  of  position  inside  the  horn— depending  only  upon  the 
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roughness  of  the  surface  and  the  operating  frequency.  Furthermore, 
it  is  reasonable  to  assume  that  K is  independent  of  temperature. 
These  considerations  imply  that  K can  be  determined  by  comparing 
the  measured  and  calculated  (assuming  no  surface  roughness) 
attenuation  for  a waveguide  section  with  the  same  surface  rough- 
ness as  the  horn.  A picture  of  the  horn  with  the  four  waveguide 
sections  and  quarter-wave  short  (94.5  GHz)  used  to  determine  K is 
shown  in  figure  3.  The  horn  was  constructed  by  machining  a 
stainless-steel  mandril  to  the  interior  horn  dimensions,  flashing 
it  with  gold,  and  electroforming  copper  on  top  of  the  gold.  After 


Figure  3.  WR10  horn  antenna,  waveguide  sections,  and 
quarter-wave  short. 
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electroforming  and  machining,  the  mandril  was  removed,  leaving  the 
horn  shown  In  the  figure.  The  process  was  repeated  to  produce  the 
four  waveguide  sections  with  the  same  Interior  surface  roughness 
as  the  horn.  Then,  after  determining  K for  the  waveguide  section, 
the  efficiency  of  the  horn  was  calculated  from 

a - e-2K',,dZ  (5) 

where  the  attenuation  coefficient  a'  is  a function  of  the  dimen- 
sions and  temperature  of  the  horn  at  position  z along  the  horn 
axis6.  The  Integral  Is  performed  over  the  length  of  the  horn. 


Figures  4,  5,  and  6 show  the  results  of  the  calculations  with 
K ■ 1.  The  attenuation  coefficient  a'  for  75  GHz  and  110  GHz  Is 
plotted  as  a function  of  z along  the  horn  axis,  with  the  waveguide 
flange  of  the  horn  at  the  origin.  The  waveguide  portion  of  the 
horn  extends  from  z * 0 to  z * 0.31,  where  the  transition  to  the 
flare  starts.  The  aperture  and  the  beginning  of  the  quarter-round 
matching  sections  are  at  z * 7.0,  and  the  water  jacket  extends 
from  the  flange  to  z * 3.6.  Figure  5 shows  the  total  horn 
attenuation  (the  exponent  of  eq  (5)  with  n = 1)  as  a function  of 
frequency,  leading  to  the  excess  noise  temperature  shown  in  figure 
6. 
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Figure  4.  Attenuation  coefficient  for  the  WR10  horn  antenna. 
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Figure  5. 
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Attenuation  versus  frequency  for  the  waveguide, 
throat,  and  flare  portions  of  the  WR10  horn  antenna. 
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Excess  Noise  Temperature  (Kelvin) 


Figure  6.  Correction  noise  temperature  for  the  WR10  noise 
standard. 
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3.  Construction  and  operation  of  the  cavity 

An  assembly  drawing  of  the  WR10  noise  standard  Is  shown  In 
figure  7.  The  horn  antenna  Is  suspended  at  the  top  of  the  cavity 
by  a yoke  (Items  18A  and  188)  that  attaches  It  to  a flexible, 
beryllium-copper  membrane  (17)  which  fits  loosely  In  a holder  (7) 
that  allows  approximately  8 mm  side  motion..  This  motion,  with  the 
flexibility  of  the  membrane,  permits  the  horn  waveguide  flange  to 
be  connected  to  a radiometer  without  supporting  the  weight  of  the 
entire  standard,  greatly  reducing  problems  associated  with  flange 
misalignment.  The  cavity  consists  of  the  yoke  and  membrane,  the 
silicon-carbide  absorber  (13),  and  the  load  holder  (14).  The 
Inside  cavity  walls  are  polished  and  gold  flashed  to  reduce 
thermal  radiation  from  their  surfaces.  Two  radiation  shields  (6C, 
6E)  help  reduce  the  amount  of  external  radiation  entering  the 
cavity.  The  bottom  portion  of  the  cavity  Is  Immersed  In  liquid 
nitrogen,  allowing  the  liquid  to  leak  through  the  bottom  of  the 
holder  and  be  absorbed  by  the  silicon  carbide.  The  liquid  level 
Is  maintained  between  the  maximum  and  minimum  levels  shown  In  the 
figure.  Millimeter-wave  absorber  (16)  Is  Inserted  between  the 
bottom  of  the  load  holder  and  the  vacuum  flask  (12)  to  absorb 
radiation  entering  the  flask  from  outside  the  standard.  By  using 
this  absorber,  the  radiation  temperature17  of  the  radiation 
entering  the  cavity  from  the  flask  area  is  reduced  from 


approximately  300  K to  2 K above  the  boiling  temperature  (77  K)  of 
the  liquid.  Once  the  flask  Is  filled  to  the  maximum  level.  It 
takes  approximately  seven  hours  for  the  liquid  to  boll  down  to  the 
minimum  usable  level.  Figure  8 Is  a photograph  of  the  completed 
assembly. 

The  silicon-carbide  absorber  was  manufactured  from 
commercially  available  grinding-wheel  stock  (grad  P,  grit  C320, 
vitrified  bond,  silicon  carbide)  by  cutting  the  stock  Into 
rectangular  shapes  and  sharpening  the  ends.  The  pieces  were  then 
fastened  together  and  the  assembly  ground  to  form  the  cylindrical 
shape  shown  in  figure  9.  When  Inserted  In  the  holder  (fig.  10), 
the  cohesive  action  between  the  silicon-carbide  particles  and  the 
liquid  nitrogen  draws  the  liquid  up  Into  the  wedges,  allowing  the 
liquid  to  boll  off  on  the  wedge  surfaces.  With  this  technique, 
the  temperature  of  the  radiating  surface  of  the  absorber  Is 
maintained  at  the  boll -off  temperature  of  the  liquid  nitrogen  to 
within  0.2  K,  Independent  of  the  level  of  the  liquid  In  the  flask. 

4.  Results,  errors,  and  conclusions 

Equations  (1),  (3),  and  (5)  are  used  to  calculate  the  noise 
temperature  Tn  of  the  standard,  where  Tm  is  the  measured 
temperature  (liquid  nitrogen  boll -off  temperature)  of  the 
absorber,  T0  is  the  temperature  of  the  horn  antenna  (room 
temperature) , c is  the  noise  efficiency  of  the  horn,  K is  the 
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Figure  8.  WR10  noise  standard. 
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Figure  9.  Silicon-carbide  absorber. 


roughness  factor,  and  a'  Is  the  absorption  coefficient  at  position 
z along  the  horn  axis.  Six  possible  sources  of  error  accompany 
the  use  of  these  equations:  (1)  higher-mode  contamination  of  the 
noise  temperature,  (11)  multiple  reflections  between  the  horn  and 
rear  cavity  wall,  (111)  wall  temperatures  greater  than  the 
absorber  temperature,  ( 1 v)  uncertainty  In  Tm,  (v)  uncertainty  In 
T0,  and  (vl)  uncertainties  In  the  noise  efficiency.  These  sources 
of  error  are  discussed  below  and  summarized  in  table  1 along  with 
the  resulting  errors  they  produce  In  the  output  noise  temperature. 

The  length  of  the  waveguide  portion  of  the  horn  was  chosen  to 
adequately  filter  out  the  higher  waveguide  modes  generated  in  the 
horn  flare  by  radiation  from  the  cavity  Incident  on  the  horn.  The 
calculations6  show,  that  for  0.31  cm,  the  residual  contamination 
amounts  to  no  more  than  + 0.12%  of  the  noise  temperature. 

Multiple  reflections  between  the  back  wall  of  the  cavity  and 
the  horn  affect  both  the  validity  and  magnitude  of  the  correction 
noise  temperature  In  eq  (3).  Calculations6  show  the  discrepancy 
In  the  magnitude  to  be  Insignificant,  indicating  that  the 
assumption  of  a reflectionless  cavity  in  the  derivation  of  eq  (3) 
leads  to  no  larger  an  error  than  - 0.05%. 

The  temperature  of  the  cavity  back  and  side  walls  varies  from 
room  temperature  at  the  top  of  the  cavity  (fig.  7)  to  liquid- 
nitrogen  temperature  where  the  side  wall  meets  the  absorber.  The 
elevated  wall  temperatures  cause  the  noise  temperature  to  be  in 
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excess  of  the  load  temperature  Tra.  The  resulting  error®  Is  no 
larger  than  - 0.10%. 

The  temperature  of  the  absorber  wedges  was  found  to  be  within 
0.1  K (the  experimental  error)  of  the  liquid-nitrogen  boll -off 
temperature  (which  was  measured  with  the  same  thermocouple).  When 
the  standard  Is  In  use,  the  absorber  temperature  Is  determined  by 
reading  the  atmospheric  pressure  (±  1 mm  Hg)  off  a precision 
barometer  and  converting  to  the  boll -off  temperature  (±  0.14  K) 
via  standard  vapor-pressure  equations1®.  Care  was  taken  In 
constructing  the  standard  to  Insure  a positive  flux  of  nitrogen 
boll -off  gas  from  the  enclosure,  preventing  contamination  of  the 
liquid  nitrogen  by  atmospheric  gasses,  and  allowing  the  equations 
to  be  used  to  an  assumed  accuracy  of  0.02  K.  The  total  error 
(0.26  K)  In  measuring  the  absorber  temperature  Is  the  sum  of  these 
three  errors.  This  causes  an  error  of  less  than  0.34%  In  the 
noise  temperature. 

The  temperature  of  the  horn,  reduced  slightly  by  cooling  from 
the  liquid-nitrogen  boll -off  gas,  is  determined  by  circulating 
room-temperature  water  through  the  water  jacket  (fig.  2).  The 
water  temperature  Is  measured  before  entering  the  horn  by  use  of  a 
precision  (+  1 K)  mercury  thermometer,  and  the  temperature  of  the 
high-loss  portions  of  the  horn  Is  depressed  no  more  than  1 K by 
the  boll -off  gas.  The  horn  temperature  error  is,  therefore,  no 


413 


414 


larger  than  2 K,  causing  an  error  of  less  than  0.02%  In  the  noise 
temperature. 

Errors  In  the  noise  efficiency  fall  Into  two  classes:  errors 
due  to  the  approximations  leading  to  eq  (5),  and  errors  due  to 
uncertainties  In  the  parameters  used  In  the  equation.  The  first 
class  contains  an  error  due  to  neglecting  dissipative  horn  losses 
beyond  the  aperture®,  resulting  In  a noise  temperature  error  less 
than  a negative  0.01%;  and  an  error  due  to  the  nonexistence  of 
equations  describing  pyramidal  horn  fields®  resulting  In  an  error 
no  larger  than  0.01%.  The  parametric  errors  are  due  to 
uncertainties  (±  0.0025  cm)  In  the  Internal  horn  dimensions,  In 
the  slope  versus  temperature  curve  for  the  dc  resistivity  of  the 
horn  walls  (±  5%),  and  In  the  roughness  factor  K.  The  first  two 
result  In  noise- temperature  errors  of  less  than  0.01%  and  0.06%, 
respectively. 

The  roughness  factor  at  297  K was  determined  by  comparing  the. 
measured  and  calculated  values  of  attenuation  for  the  waveguide 
sections  shown  In  figure  3.  Errors  In  the  roughness  factor  are 
due  to  errors  (±  0.0012  cm)  In  the  measured  dimensions  of  the 
waveguide  sections,  and  uncertainties  associated  with  the  six-port 
millimeter-wave  system1®  used  to  measure  the  attenuation.  The 
roughness  factor  was  determined  to  be  1.14  (+  0.05)  at  94.5  GHz, 
with  an  error  no  larger  than  0.06%  In  the  noise  temperature. 
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The  sum  of  errors  In  table  1 for  the  noise- temperature  output 
of  the  noise  standard  is  within  1%,  showing  that  It  Is  possible  to 
construct  a precision  horn/absorber  type  of  standard,  and,  thus, 
eliminate  the  engineering  problems  mentioned  in  the 
Introduction.  Furthermore,  this  type  of  standard  can  be  easily 
duplicated  at  the  higher  millimeter-wave  bands. 

Calculations  using  the  UTD  show  that,  If  the  yoke  and 
membrane  (Items  17,  18A,  and  18B  In  fig.  7)  are  removed  from  the 
standard,  the  noise  temperature  Increases  by  approximately  0.7%. 
If,  In  addition,  the  aperture-matching  quarter-rounds  (the  curved 
sections  on  the  horn  aperture  In  fig.  2)  are  removed  from  the 
horn,  this  figure  Increases  from  0.7%  to  approximately  3%. 
Therefore,  the  yoke  and  membrane  are  needed  to  Insure  an 
accurately  known  noise  temperature. 


Figure  10.  Top  view  of  the  cavity. 
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